
XMDT MR Layout 

1 0.3T MRI layout 

1.1 0.3T magnet with patient table: 3.58 (L) x 2.04 (W).  

1.2 Service Space:  

 Left, Right: 1m 

 Rear Side: 0.8m 

 Front Side Outside Patient Table: 1m. 



Fig 1: 6 x 4 m Layout 
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Fig 2: 5.5 x 5 m Layout 
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2 0.45T Layout 

Fig 3: 6 x 5 m Layout 
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